MISSOURI DEPARTMENT OF HEALTH ‘ SROGR AL
STATE PUBLIC HEALTH LABORATORY BREFATH ALCOMOL PROGRA

ATAMA 5 |
03 STER MAINTENANCE REPORT JUN =8 708

|7Compie£e this report in duplicate at the time of lhemrgg_ﬂl_ér monihly pre(r‘é?{ﬁve maintenance check, and whenever iIISt?Tmeni
is repaired. Send copy to Department of Health; retain original in department file. e € S
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CTR S VT BATE OF INSPECTION

G ) . _
Ariniiah Ow. &G
LOCATION OF 115 TRUMEMT (STREET AND CITY} TIME OF INSPECTICH ﬁ

20CY, HILL POLICE DEPT, 320 W THORNTION, ROCK HILL ., MO 20y

| CHECKLIST: Place a check {v) 1o the left of each item if found to be satisfaclory or if operating within established fimits. (ng—
in observed values where determined.) Unchecked items must be corrected before using instrument. o

[CATAMASTER SN

K1 niaGNOSTIC CHECK {PRINTOUT ATTACHED)

XN compuTER K] perecion B

(X prOGRAM 7 1 FiLtens B
B HEATERS SAMPLE CHAMBER 50 -¢ K] QUARTZ STANDARD -
[ FLOW DETECTOR &1 CALIBRATION B
PUMP HIGH SPEED K] prinrer

INDICATOR LIGHTS

TIME ANDDATE Q[ %)y 06 [ f g
7 FARES AN ‘ -

SIMULATOR TEMPERATURE (34 °C % 0.2°C)

CALIBRATION CHECK -
Run three tests using a standard solution. All three tests must be within & 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) (USE

RECIRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN .095% and 0.105% INGLUSIVE
[ 1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 & ] C‘C}C'l TEST 2 # . c(?c-! TEST3 & , C(?(f

(2 PERFORM RF.L TEST (PRINTOUT ATTACHED]}

Xl NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS (“, {0-.04) D {.05-.09} a (.10-.14) / (15-19) O {Over .19} (/)
List any new parts and describe any alteration or modification that was made to restore the instrument 1o operate salisfactorily
and within established limits {use other side if necessary}

INSTRUMENT WITHIN DEPARTMENT OF HEALTH SPECIFICATIONS )
ETHANOL VAPOR CONCENSTRATION 0.10%

l SOLUTION MANF: GUTH LABS SOLUTION LOT # 08400 EXPIRES: 12-08--09

PRINT NAME

SIGNATURE},
IS \QﬁCﬁlZi s JORDEN LEWIS
TYPE Il PERMIT NUMBER/EXPTRATION hATE TELEPHONE NUMBER

(314) 962-6600

AN EQUAL OPPORTUNITY AFFIHAMATIVE ACTION EMPLOYER
sarvces provded an @ nond scrminaliny bassg

L 720178 08-27-09

S0 580-1468 (9-94)

Lab-116



®
4@6 GUTH LABORATORIES, INC.

590 NORTH 67th STREET © HARRISBURG, PA 17111- 4511 ® TELEPHONE: 747-664-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08400 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1204 percent
(w/vol) ethyl alcohol, The expiration date for this lot
number_ is December 8, 2009. at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC,



'FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

~AC .E THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

N e, ’ ‘; < g o _“,_.--i f -
OPERATOR SIGNATURE. %, /e : R P N - OPERATOR SIGNATURE~.._ \“’ ; zf;}_‘h g e -
Gard Stock No. © Card Stock No.

60021 60021
RECHDER AlLL SUPPLIES FROM NP.A.S. !
P.0. BOX 1435, MANSFIELD OH 44901

REORDER ALL SUPPLIES FROM N.P A5,
.0, BOX 1435, MANSFIELD OH 44901




EAQE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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